Abstract: This study describes the development of a small hyperspectral Unmanned Aircraft System (HyUAS) for measuring Visible and Near-Infrared (VNIR) surface reflectance and sun-induced fluorescence, co-registered with high-resolution RGB imagery, to support field spectroscopy surveys and calibration and validation of remote sensing products. The system, namely HyUAS, is based on a multirotor platform equipped with a cost-effective payload composed of a VNIR non-imaging spectrometer and an RGB camera. The spectrometer is connected to a custom entrance optics receptor developed to tune the instrument field-of-view and to obtain systematic measurements of instrument dark-current. The geometric, radiometric and spectral characteristics of the instruments were characterized and calibrated through dedicated laboratory tests. The overall accuracy of HyUAS data was evaluated during a flight campaign in which surface reflectance was compared with ground-based reference measurements. HyUAS data were used to estimate spectral indices and far-red fluorescence for different land covers. RGB images were processed as a high-resolution 3D surface model using structure from motion algorithms. The spectral measurements were accurately geo-located and projected on the digital surface model. The overall results show that: (i) rigorous calibration enabled radiance and reflectance spectra from HyUAS with RRMSE < 10% compared with ground measurements; (ii) the low-flying UAS setup allows retrieving fluorescence in absolute units; (iii) the accurate geo-location of spectra on the digital surface model greatly improves the overall interpretation of reflectance and fluorescence data. In general, the HyUAS was demonstrated to be a reliable system for supporting high-resolution field spectroscopy surveys allowing one to collect systematic measurements at very detailed spatial resolution with a valuable potential for vegetation monitoring studies. Furthermore, it can be considered a useful tool for collecting spatially-distributed observations of reflectance and fluorescence that can be further used for calibration and validation activities of airborne and satellite optical images in the context of the upcoming FLEX mission and the VNIR spectral bands of optical Earth observation missions (i.e., Landsat, Sentinel-2 and Sentinel-3).
Introduction
Field spectroscopy is an essential technique to gain valuable insights on Earth's surface optical properties. These types of data are important for characterizing natural surfaces, supporting calibration and validation of airborne and satellite images and providing essential information for upscaling measurements from the local to the regional scale [1] [2] [3] [4] . In general, the common way to collect field show the great potential of spectral data with high spatial and temporal resolution, for example in monitoring agricultural and natural vegetation [19, 37, 41, 43, 46, 47] . In particular, Zarco-Tejada et al. (2012) [37] used a fixed-wing UAS and imaging spectrometer to collect reflectance signature, narrow-band Photochemical Reflectance Index (PRI) and Sun-Induced Fluorescence (SIF) to assess crop water stress. The capability of collecting high spatial resolution data from UASs, repeated over time, can strongly support novel scientific approaches in monitoring vegetation dynamics. Particularly, this is the case of spectral indicators such as PRI and SIF, which provide valuable information on vegetation photosynthetic activity. These indicators, related to vegetation energy dissipation pathways, are characterized by strong diurnal and seasonal dynamics [48] [49] [50] . UASs, equipped with calibrated spectrometers, could provide accurate retrieval of PRI and SIF with the necessary temporal and spatial resolution towards vegetation stress detection and modeling of gross primary productivity [51] [52] [53] [54] .
In this context, this study aims to present a novel approach based on a small rotary-wing UAS, equipped with a non-imaging spectrometer and an RGB camera, for collecting spectral radiance and high-resolution imagery (named HyUAS). The geometric, radiometric and spectral characteristics of the system were analyzed through dedicated laboratory tests. The reliability of surface reflectance, derived spectral indices and far-red SIF was evaluated during a dedicated flight campaign. The limitation of a non-imaging instrument can be overcome with the accurate geo-location of spectra on the 3D surface model derived by co-registered RGB imagery. The hyperspectral payload represents a compact and cost-effective solution that can be easily integrated on a wide range of small UASs. This would promote the UAS-based spectroscopy approach for vegetation monitoring and support calibration and validation of remote sensing products. The HyUAS system would offer an improved version of the typical field spectroscopy measurement approach with the aim of providing accurate close-range measurements (ground-truths) that do not require complex processing typical of satellite, airborne or high-altitude UAS (i.e., atmospheric correction, smile, keystone). Moreover, HyUAS is one of the first systems providing high spectral resolution for retrieving sun-induce fluorescence; therefore, it could be further employed for ground-based studies in the framework of upcoming European Space Agency (ESA) FLuorescence EXplorer (FLEX) mission [55] .
The HyUAS System

UAS Platform
The HyUAS combines a multirotor platform (quadcopter) with a specifically-developed hyperspectral payload ( Figure 1 ). The Anteos platform (Aermatica S.p.A., Gironico, CO, Italy) is powered by four brushless electric rotors that allow autonomous vertical take-off and landing, hovering over a target and high maneuverability during in-flight operations.
Remote Sens. 2017, 9, 472 3 of 25 processing techniques are more complex and technically expensive. However, a few pioneering works show the great potential of spectral data with high spatial and temporal resolution, for example in monitoring agricultural and natural vegetation [19, 37, 41, 43, 46, 47] . In particular, Zarco-Tejada et al. (2012) [37] used a fixed-wing UAS and imaging spectrometer to collect reflectance signature, narrow-band Photochemical Reflectance Index (PRI) and Sun-Induced Fluorescence (SIF) to assess crop water stress. The capability of collecting high spatial resolution data from UASs, repeated over time, can strongly support novel scientific approaches in monitoring vegetation dynamics. Particularly, this is the case of spectral indicators such as PRI and SIF, which provide valuable information on vegetation photosynthetic activity. These indicators, related to vegetation energy dissipation pathways, are characterized by strong diurnal and seasonal dynamics [48] [49] [50] . UASs, equipped with calibrated spectrometers, could provide accurate retrieval of PRI and SIF with the necessary temporal and spatial resolution towards vegetation stress detection and modeling of gross primary productivity [51] [52] [53] [54] .
The HyUAS System
UAS Platform
The HyUAS combines a multirotor platform (quadcopter) with a specifically-developed hyperspectral payload ( Figure 1 ). The Anteos platform (Aermatica S.p.A., Gironico, CO, Italy) is powered by four brushless electric rotors that allow autonomous vertical take-off and landing, hovering over a target and high maneuverability during in-flight operations. Anteos provides a total take-off weight of 9 kg, and it is able of carrying a maximum scientific payload of 2 kg for a total flight time of 20 min. The platform features a width of 2 m, a length of 2 m when the blades of the rotors are unfolded and a height of 0.5 m. Its maximum forward flight speed Anteos provides a total take-off weight of 9 kg, and it is able of carrying a maximum scientific payload of 2 kg for a total flight time of 20 min. The platform features a width of 2 m, a length of 2 m when the blades of the rotors are unfolded and a height of 0.5 m. Its maximum forward flight speed is Remote Sens. 2017, 9, 472 4 of 24 about 5 m/s. The platform uses the Global Positioning System coupled with the inertial measurement unit (GPS-IMU, MTi-G-710 GNSS/INS Xsens Technologies B.V., Enschede, NL) to accurately locate its position and attitude during flight. The GPS-IMU integrated solution offers speed and position values with the accuracy level significantly improved with respect to the accuracy of the GPS/GNSS receiver alone. In particular, the IMU provides accuracy of 0.3 • for pitch and roll angles in dynamic mode and 1.0 • for yaw. The device is installed on the HyUAS platform (Figure 2) , and it serves for both HyUAS navigation and geolocation of measurements. This allows controlling flight maneuvers and accurately geolocating the scientific data payload. The system also comprises the Ground Control Station (GCS) that is essential to control the HyUAS in real time through a radio link connection.
The payload is specifically developed for field spectroscopy surveys and combines a high-resolution spectrometer with an RGB digital camera (Figure 2 ). The USB4000 (Ocean Optics Inc., Dunedin, FL, U.S.) is a non-imaging fiber optic spectrometer (weight 0.190 kg), which measures 3648 spectral bands from 350 to 1000 nm with a Full Width at Half Maximum (FWHM) of about 1.5 nm ( Figure 2A1 ). The spectrometer is connected to a specifically-developed Entrance Optic Receptor (EOR) ( Figure 2A2 ) through a 0.1 m-long fiber optic. The EOR (Figure 2b ) is composed of a series of lens tubes and an iris diaphragm (Thorlabs, Newton, NJ, U.S.) ( Figure 2B2 ) that allow adapting the spectrometer Field-Of-View (FOV) in the range between ∼2.5° and ∼15° ( Figure 2B4 ). Consequently, the dimension of the area sampled at the ground can vary between 0.5 and 12 m considering a flight altitude ranging from 5 to 50 m. This optical setup, commonly referred to as Gershun tube, has a two-fold advantage of reducing the spectrometer acceptance angle and providing a more uniform spot measurement. The RDI131 shutter (Melles Griot, Rochester, NY, U.S.) ( Figure 2B3 ), mounted at the end of the EOR, allows regular and systematic measurement of the spectrometer Dark-Current (DC). In fact, the DC signal can substantially change during flight data recording, mainly caused by changes of spectrometer Integration Time (IT) and sensor temperature, which can introduce uncertainty in retrieving accurate surface radiance and reflectance spectra. The spectrometer IT can be either set manually or automatically during the flight in order to collect higher quality data at different light illumination conditions and surface albedo. The 
Hyperspectral and RGB Sensors
The payload is specifically developed for field spectroscopy surveys and combines a high-resolution spectrometer with an RGB digital camera (Figure 2 ). The USB4000 (Ocean Optics Inc., Dunedin, FL, U.S.) is a non-imaging fiber optic spectrometer (weight 0.190 kg), which measures 3648 spectral bands from 350 to 1000 nm with a Full Width at Half Maximum (FWHM) of about 1.5 nm ( Figure 2A1 ). The spectrometer is connected to a specifically-developed Entrance Optic Receptor (EOR) ( Figure 2A2 ) through a 0.1 m-long fiber optic. The EOR (Figure 2b ) is composed of a series of lens tubes and an iris diaphragm (Thorlabs, Newton, NJ, U.S.) ( Figure 2B2 ) that allow adapting the spectrometer Field-Of-View (FOV) in the range between~2.5 • and~15 • ( Figure 2B4 ). Consequently, the dimension of the area sampled at the ground can vary between 0.5 and 12 m considering a flight altitude ranging from 5 to 50 m. This optical setup, commonly referred to as Gershun tube, has a two-fold advantage of reducing the spectrometer acceptance angle and providing a more uniform spot measurement. The RDI131 shutter (Melles Griot, Rochester, NY, U.S.) ( Figure 2B3 ), mounted at the end of the EOR, allows regular and systematic measurement of the spectrometer Dark-Current (DC). In fact, the DC signal can substantially change during flight data recording, mainly caused by changes of spectrometer Integration Time (IT) and sensor temperature, which can introduce uncertainty in retrieving accurate surface radiance and reflectance spectra.
The spectrometer IT can be either set manually or automatically during the flight in order to collect higher quality data at different light illumination conditions and surface albedo. The Integration Remote Sens. 2017, 9, 472 5 of 24 Time Optimization (ITO) algorithm [50] is implemented to set the IT automatically on the basis of the intensity of the surface reflected radiance observed at the different wavelengths. In this way, it is possible to maximize the spectrometer dynamic range and, consequently, the signal-to-noise ratio. Furthermore, light intensity can be optimized by placing neutral density filters (Thorlabs Inc., Newton, NJ, U.S.) in the EOR ( Figure 2B1 ). These filters can be used to avoid spectrometer saturation for very high light intensities (i.e., measurements over high albedo surfaces such as snow-covered areas) and to achieve optimal spectrometer IT compatible with platform speed during data collection.
The PowerShot S100 (Canon, Tokyo, JAP) ( Figure 2A3 ) is a compact RGB digital camera with a 12.1 Megapixel CMOS sensor that records high-resolution images (4000 × 3000 pixels). The camera FOV calculated considering the minimum focal length of the zoom lens (5.2 mm) and the physical dimension of the sensor (7.5 × 5.6 mm, 1.87 µm pixel size) is 71.5 × 56.6 degrees. Therefore, the camera captures an area of 14.42 × 10.77 m with a pixel resolution of 3.5 mm flying at 10 m over the target. The RGB camera is automatically triggered (1 image/s) during the flight, ensuring image overlapping of at least 80%. Both the RGB camera and spectrometer are installed on a stabilized gimbal (Photohigher AV200, CARVEC Systems, Hull, UK) ( Figure 2A4 ) to reduce the impact of the mechanical vibrations on the scientific instruments.
Mission Planning and Data Collection
The mission planning is facilitated by a dedicated software supporting the matching between user observation requirements and platform/payload technical parameters (i.e., flight altitude, sampled areas, overlapping, etc.). As the first step, reference images of the investigated area (e.g., Google Earth or similar) are uploaded into the Graphical User Interface (GUI), and the so-called flight-space is defined (i.e., surface area and maximum flight height). Afterwards, the overall flight-plan is automatically calculated as a series of Way-Points (WPs), connected by line segments, covering the entire study area considering a certain level of RGB images overlapping (e.g., 80%). This approach is particularly helpful to achieve a systematic sampling on a regular grid to produce a 3D surface model, orthophoto or thematic maps. Once the base flight-plan for RGB imagery has been defined, the specific information related to spectrometer measurements can be edited. Two approaches are available ( Figure 3 ): (i) in the way-point mode, the HyUAS hovers over each WP until all of the defined operation are completed (i.e., ITO, DC and target surface measurements); (ii) in the transect mode, the HyUAS collects continuous spectral measurements while it flies along a spatial transect between two defined WPs. The White Reference (WR) measurement, typically used to calculate surface reflectance, can be collected including WPs' measurements over a reference tarp (i.e., WP0 in Figure 3 ).
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The mission planning is facilitated by a dedicated software supporting the matching between user observation requirements and platform/payload technical parameters (i.e., flight altitude, sampled areas, overlapping, etc.). As the first step, reference images of the investigated area (e.g., Google Earth or similar) are uploaded into the Graphical User Interface (GUI), and the so-called flight-space is defined (i.e., surface area and maximum flight height). Afterwards, the overall flight-plan is automatically calculated as a series of Way-Points (WPs), connected by line segments, covering the entire study area considering a certain level of RGB images overlapping (e.g., 80%). This approach is particularly helpful to achieve a systematic sampling on a regular grid to produce a 3D surface model, orthophoto or thematic maps. Once the base flight-plan for RGB imagery has been defined, the specific information related to spectrometer measurements can be edited. Two approaches are available ( Figure 3 ): (i) in the way-point mode, the HyUAS hovers over each WP until all of the defined operation are completed (i.e., ITO, DC and target surface measurements); (ii) in the transect mode, the HyUAS collects continuous spectral measurements while it flies along a spatial transect between two defined WPs. The White Reference (WR) measurement, typically used to calculate surface reflectance, can be collected including WPs' measurements over a reference tarp (i.e., WP0 in Figure 3) . A different approach to collect WR was developed measuring the incoming irradiance using a second spectrometer operated at the ground (see Section 2.4.1. for details). Flight operations can be monitored and controlled in real time by the mission control software running on the ground control station. The GUI displays the current spectral signature, the RGB image Flight operations can be monitored and controlled in real time by the mission control software running on the ground control station. The GUI displays the current spectral signature, the RGB image Remote Sens. 2017, 9, 472 6 of 24 and the flight parameters ( Figure 4 ). These data are useful to have an overview of flight operations and measurements. The software provides also the possibility to operate the HyUAS manually whenever needed. Each spectrum is associated with the corresponding RBG image and a set of navigation data that is used in the data processing. In particular, the following data are stored in a log file (.csv): spectrum file names, target identification name, GPS data (latitude, longitude, elevation), IMU data (relative position, roll, pitch, yaw, vertical and horizontal speeds) and RGB filenames.
Remote Sens. 2017, 9, 472 6 of 25 and the flight parameters ( Figure 4 ). These data are useful to have an overview of flight operations and measurements. The software provides also the possibility to operate the HyUAS manually whenever needed. Each spectrum is associated with the corresponding RBG image and a set of navigation data that is used in the data processing. In particular, the following data are stored in a log file (.csv): spectrum file names, target identification name, GPS data (latitude, longitude, elevation), IMU data (relative position, roll, pitch, yaw, vertical and horizontal speeds) and RGB filenames. 
Material and Methods
Data Processing
3.1.1. 3D Surface Model and Geo-Location of Spectra RGB images were processed with Structure from Motion (SfM) algorithm [18] implemented in the Agisoft PhotoScan © software package. The 3D point cloud was created exploiting the overlapping between repeated RGB images [16] . This point cloud was then interpolated to create a Digital Surface Model (DSM) and a geo-referenced orthophoto.
The area sampled by the spectrometer was identified for each collected spectrum. This calculation was performed considering roll and pitch angles and the distance from the target measured on DSM. Afterwards, the exact area sampled by the spectrometer was projected on the orthophoto draped on the DSM. This process provides an accurate geo-location of spectra that is particularly relevant for improving the interpretation of reflectance signatures (especially over structurally complex or heterogeneous surfaces).
Retrieval of Surface Reflectance and Fluorescence
A dedicated software package was developed for processing spectra in a systematic way. The routines, implemented in the MATLAB ® language, include a set of standard operations to process the spectroscopy data: (i) convert spectrometer raw counts to radiance spectra following standard processing methods (i.e., DC subtraction, non-linearity correction, radiometric and spectral calibrations); (ii) calculate surface reflectance, widely-used spectral indices and SIF.
Two methods were tested to estimate surface reflectance ρ(λ) from HyUAS ( Figure 5 ). They mainly differ in the measurement of the incoming radiance term L (λ). 
Material and Methods
Data Processing
3D Surface Model and Geo-Location of Spectra
RGB images were processed with Structure from Motion (SfM) algorithm [18] implemented in the Agisoft PhotoScan © software package. The 3D point cloud was created exploiting the overlapping between repeated RGB images [16] . This point cloud was then interpolated to create a Digital Surface Model (DSM) and a geo-referenced orthophoto.
Retrieval of Surface Reflectance and Fluorescence
A dedicated software package was developed for processing spectra in a systematic way. The routines, implemented in the MATLAB ® language, include a set of standard operations to process the spectroscopy data: (i) convert spectrometer raw counts to radiance spectra following standard processing methods (i.e., DC subtraction, non-linearity correction, radiometric and spectral calibrations); (ii) calculate surface reflectance, widely-used spectral indices and SIF. The first approach (ρ-tarp) uses only the HyUAS spectrometer measurements ( Figure 5a ). In fact, L (λ) is collected directly from UAS over a calibrated tarp (6 × 6 m) at least twice for each flight: immediately after take-off and after target measurements (before landing). A linear interpolation is applied to estimate L (λ) exactly at the time of target radiance measurements L (λ) . This approach limits errors in retrieving surface reflectance due to slight changes of illumination that can be caused by variations of the Sun zenith angle. In case of vegetation, L (λ) includes the additive contributions of canopy reflected radiance and fluorescence.
The second approach (ρ-spec) relies on a dual-spectrometer method [56, 57] (Figure 5b ). L (λ) measurements are recorded simultaneously by a second spectrometer operated at the ground over a typical Spectralon ® panel during HyUAS measurements. L (λ) is measured continuously (i.e., every 0.5 s) by the ground FieldSpec HandHeld (HH) spectrometer (ASD Inc., Boulder, CO, U.S.). Dark-current measurements are acquired routinely every few minutes through the integrated shutter. We synchronized the timestamp of the two spectrometers before the flights. The surface reflectance is thus retrieved by matching spectra collected by the two instruments: L (λ) by ground spectrometer and L (λ) by HyUAS. The spectral characteristics of the ground spectrometer (i.e., spectral range, sampling and FWHM) should be as much as possible comparable to those of the USB4000 aboard the HyUAS in order to limit the formation of signal artifacts (i.e., spikes). Typically, these errors are more pronounced around major absorption features, such as the O2-band used to retrieve fluorescence. However, we implemented radiometric and spectral cross-calibration methods between the two spectrometers to limit errors on surface reflectance and fluorescence as much as possible. In the laboratory, we cross-calibrated the spectrometers radiometric responses considering a range of light intensities typical for clear-sky days during summer. In the field, we used the empirical correction method proposed in Bachmann et al., 2012 [58] . It consists of determining the actual spectral transfer function between two spectrometers. In practice, the spectra are resampled to a common wavelength-grid through linear interpolation; afterwards, Equation (1) is used to compute surface reflectance:
The superscript indicates radiance spectra measured by the ground (gnd) or HyUAS spectrometer. The first term represents the surface reflectance computed as the ratio between HyUAS targets radiance L and ground-spectrometer irradiance measurements L . These spectra are acquired while the UAS is flying over different investigated targets. The second term represents the instruments transfer function derived as the ratio between simultaneous irradiance measurements collected by the two spectrometers at the moment of take-off. It must be remarked The second approach (ρ-spec) relies on a dual-spectrometer method [56, 57] (Figure 5b ). L inc (λ) measurements are recorded simultaneously by a second spectrometer operated at the ground over a typical Spectralon ® panel during HyUAS measurements. L inc (λ) is measured continuously (i.e., every 0.5 s) by the ground FieldSpec HandHeld (HH) spectrometer (ASD Inc., Boulder, CO, U.S.). Dark-current measurements are acquired routinely every few minutes through the integrated shutter. We synchronized the timestamp of the two spectrometers before the flights. The surface reflectance is thus retrieved by matching spectra collected by the two instruments: L inc (λ) by ground spectrometer and L ref (λ) by HyUAS. The spectral characteristics of the ground spectrometer (i.e., spectral range, sampling and FWHM) should be as much as possible comparable to those of the USB4000 aboard the HyUAS in order to limit the formation of signal artifacts (i.e., spikes). Typically, these errors are more pronounced around major absorption features, such as the O 2 -band used to retrieve fluorescence. However, we implemented radiometric and spectral cross-calibration methods between the two spectrometers to limit errors on surface reflectance and fluorescence as much as possible. In the laboratory, we cross-calibrated the spectrometers radiometric responses considering a range of light intensities typical for clear-sky days during summer. In the field, we used the empirical correction method proposed in Bachmann et al., 2012 [58] . It consists of determining the actual spectral transfer function between two spectrometers. In practice, the spectra are resampled to a common wavelength-grid through linear interpolation; afterwards, Equation (1) is used to compute surface reflectance:
The superscript indicates radiance spectra measured by the ground (gnd) or HyUAS spectrometer. The first term represents the surface reflectance computed as the ratio between HyUAS targets radiance L transfer function derived as the ratio between simultaneous irradiance measurements collected by the two spectrometers at the moment of take-off. It must be remarked that the instrument transfer function is valid for a short timeframe, until the absorption features' depth in the irradiance spectra do not change much. Therefore, spectral measurements were collected around noon with clear-sky conditions, and the transfer function was frequently estimated. The same approach was also used to correct radiance spectra L HyUAS ref needed to retrieve sun-induced fluorescence. The reflectance signatures were used for calculating a number of widely-used vegetation indicators (Table 1) : (i) the Normalized Difference Vegetation Index (NDVI), related to vegetation greenness [59] ; (ii) the MERIS Terrestrial Chlorophyll Index (MTCI), linked to chlorophyll content [60] ; (iii) the Photochemical Reflectance Index (PRI) [61] and the SIF [62] ,related to canopy photosynthetic activity. In fact, fluorescence emission is directly released within the core of the photosystems; it represents the fraction of radiation absorbed by leaves that exceeds the photosynthetic demand. An alternative and competitive way to dissipate excess light energy is represented by the Non-Photochemical Quenching (NPQ) process through the xanthophyll cycle activation. The PRI index allows tracking the interconversion of the xanthophyll pigments' pool (i.e., violaxanthin, antheraxanthin and zeaxanthin) based on reflectance changes at 531 nm. The first three indices can be easily calculated from the reflectance signature, while SIF retrieval requires more complex techniques. The SIF retrieval methods are generally based on the analysis of the radiance spectra at the oxygen absorption bands located at 760 nm (O 2 -A) and 687 nm (O 2 -B) [62, 64] . In particular, we computed the far-red fluorescence comparing L inc (λ) and L ref (λ) spectral radiance inside and outside the O 2 -A band, according to the widely-used 3FLD (Fraunhofer Line Depth) approach [8, 63] . We limited our analysis to the O 2 -A band because the spectral resolution offered by the USB4000 spectrometer can still provide meaningful results at this broader spectral feature [8, 65] ; conversely, it is not suitable for retrieving fluorescence at the narrower O 2 -B band. Although the HyUAS measurement approach is very similar to the typical field spectroscopy method, we carried out radiative transfer simulations to assess the impact of atmospheric effects in the limited path length between the target surface and the HyUAS sensor (typically 10 m). The analysis was carried out based on surface-atmosphere-coupled radiative transfer simulations by means of atmospheric MODerate resolution TRANsmission (MODTRAN5) code [66] and the Soil Canopy Observation Photosynthesis Energy balance (SCOPE) model [67] . The 4-flux coupled surface-atmosphere scheme has been implemented as described in [64, 68] , considering a Lambertian surface. This approach includes direct and diffuse target radiance, atmospheric path radiance and contribution from the surroundings (adjacency). We considered a restricted number of atmospheric and canopy parameters to limit the total number of simulations. The "standard" case of 19 described in [64] was used as the baseline; thus, we considered different O 2 -A band depths and fluorescence values to compare a wider range of environmental conditions. In particular, Aerosol Optical Thickness (AOT) varying between 0.1 and 0.4, ground-altitude between sea surface level to 0.15 km (proxy of surface pressure) and solar zenith angles of 30 • , 45 • and 60 • were considered in MODTRAN. We include two fluorescence levels by changing the fluorescence quantum efficiency (fqe) from the default value of 0.002 to 0.004 within the SCOPE model. The reflectance was not changed because its spectral behavior around the O 2 -A band is smooth; therefore, its relative contribution to wavelengths used to retrieve fluorescence is 
Laboratory Characterization and Calibration
Dedicated laboratory tests were performed to characterize and calibrate the geometric, radiometric and spectral parameters of the HyUAS. The geometric, radiometric and spectral stability were verified during in-flight conditions. In fact, platform mechanical vibrations can affect optical interfaces and the spectrometer in terms of band centers, width and radiometric response. For this reason, a dedicated test-bed was realized to simulate typical in-flight conditions ( Figure 6 ). This setup enables turning on engines, allowing the platform to slightly lift-off from its support (i.e., less than 1 cm) and keeping the payload centered on the test-bed, during the collection of spectral measurements. This way, typical flight maneuvers can be simulated in the laboratory under controlled conditions: taking-off (i.e., maximum thrust), hovering (i.e., minimum thrust) and flying between way-points. Spectral measurements were acquired before, during and after a series of repeated flight simulations, and the stability of spectrometer parameters was evaluated.
Remote Sens. 2017, 9, 472 9 of 25 synthetic radiance spectra were resampled to HyUAS spectrometer bands to provide more realistic analysis for our experimental measurements. The L and L simulated at the surface level were used to compute fluorescence as measured by a ground-based spectrometer (free of an atmospheric effect). The ρ-tarp method was simulated considering canopy L and reference tarp L radiances as measured by HyUAS at different altitudes from the surface. The ρ-spec approach was instead simulated by combining L at the ground (ground spectrometer) and L from HyUAS. The fluorescence computed by means of the ρ-tarp and ρ-spec methods at different altitudes was thus compared to the reference values at the ground.
Dedicated laboratory tests were performed to characterize and calibrate the geometric, radiometric and spectral parameters of the HyUAS. The geometric, radiometric and spectral stability were verified during in-flight conditions. In fact, platform mechanical vibrations can affect optical interfaces and the spectrometer in terms of band centers, width and radiometric response. For this reason, a dedicated test-bed was realized to simulate typical in-flight conditions ( Figure 6 ). This setup enables turning on engines, allowing the platform to slightly lift-off from its support (i.e., less than 1 cm) and keeping the payload centered on the test-bed, during the collection of spectral measurements. This way, typical flight maneuvers can be simulated in the laboratory under controlled conditions: taking-off (i.e., maximum thrust), hovering (i.e., minimum thrust) and flying between way-points. Spectral measurements were acquired before, during and after a series of repeated flight simulations, and the stability of spectrometer parameters was evaluated. The geometric test aims to characterize the spectrometer FOV, in terms of acceptance angle degrees, and to identify the center of the sampled area (footprint) in the co-registered RGB image (i.e., x, y pixel). The test was carried out using a specific laboratory setup: the terminal part of the fiber optic, generally connected to the spectrometer entrance, was temporally detached and connected to the HL2000 halogen light source (Ocean Optics Inc., Dunedin, FL, U.S.) through the SMA905 interface. This allows feeding the optical system (i.e., light goes through fiber optic and EOR), projecting FOV on a flat and levelled surface placed at a 0.4-m distance. RGB images were collected, and the diameter of the spectrometer sampling area (illuminated circle) was measured by counting the number of illuminated pixels on the RGB image. This value was converted to physical The geometric test aims to characterize the spectrometer FOV, in terms of acceptance angle degrees, and to identify the center of the sampled area (footprint) in the co-registered RGB image (i.e., x, y pixel). The test was carried out using a specific laboratory setup: the terminal part of the fiber optic, generally connected to the spectrometer entrance, was temporally detached and connected to the HL2000 halogen light source (Ocean Optics Inc., Dunedin, FL, U.S.) through the SMA905 interface. This allows feeding the optical system (i.e., light goes through fiber optic and EOR), projecting FOV on a flat and levelled surface placed at a 0.4-m distance. RGB images were collected, and the diameter of the spectrometer sampling area (illuminated circle) was measured by counting the number of illuminated pixels on the RGB image. This value was converted to physical units by using a referenced chessboard to correct typical camera lens distortions, and the FOV center within the RGB image was estimated.
The radiometric calibration required to convert raw digital counts to the radiance spectrum (W m −2 sr −1 nm −1 ) was achieved by cross-calibration with a reference, well-calibrated, FieldSpec HH spectrometer. Simultaneous measurements collected by the FieldSpec HH and HyUAS spectrometer were collected over a calibrated Lambertian Spectralon ® panel placed in the test-bed and illuminated by a stabilized halogen lamp.
The center (maximum wavelength) and width of the spectral bands detected by the HyUAS spectrometer were characterized according to standard laboratory methods pointing the CAL-2000 Mercury-Argon (Hg-Ar) calibrated light source (Ocean Optics Inc., Dunedin, FL, U.S.) directly at the entrance of the EOR optics. The CAL-2000 lamp emits very narrow and sable lines in the VNIR spectral domain, whose maximum wavelengths and widths are well known. The band center and the FWHM were derived following Cogliati et al. [50] ; the method mainly relies on fitting Gaussian functions to the narrow spectral peaks observed in the HyUAS spectral measurements.
For all of these tests, measurements were collected during repeated flight simulations to evaluate the sensitivity of instruments' spectral and radiometric responses to possible misalignments of mechanical interfaces caused by platform vibrations.
Flight Campaign
The flight campaign was performed on 18 July 2014 to test the overall performances of HyUAS in a realistic scenario. Data were collected on a small area (0.3 km 2 ) close to Gironico (Como, Italy, Lat 45.7878 • , Lon 8.9840 • ). The area was characterized by different anthropogenic and natural land cover types, such as asphalt roads, gravel and sand of a small pit, agricultural corn field, meadow and a small forest. The latter is a mixed forest with trees of different species: the dominant plant is Robinia pseudoacacia together with few trees of Quercus sp. Way-point and transect data collection modes were employed to record spectral data during three consecutive flight sessions. For comparing different measurement approaches, we flew the HyUAS above the corn field at two flight altitudes (i.e., 10 and 20 m) using the way-point mode and at 10 m using the transect mode. The HyUAS flights were conducted around midday (12:30 to 13:30 local time) with almost clear sky to have higher radiance levels (i.e., better signal-to-noise ratio) and to limit the variation of incoming irradiance caused by changes in solar zenith angle. The spectrometer FOV was set to 6 • . The absolute flight altitude from the ground level ranged between 10 and 35 m to keep almost the same sensor-surface distance of 10 m over the targets with different heights (e.g., meadow, asphalt and forest). In this configuration, the spectrometer samples an area of about 1.15 m, and the RGB camera captures an area of 14.42 m × 10.77 m with a pixel resolution of 3.5 mm.
Simultaneous ground-based spectral measurements were recorded with the FieldSpec HH following typical field spectroscopy techniques [69] . These measurements were collected only over a small group of targets because it was not practical to acquire measurements over higher canopies, such as forest and corn. The accuracy of spectral data collected by the HyUAS were assessed comparing radiance and reflectance signatures against ground-truth spectra. The statistical indices considered in the comparison were the Root Mean Square Error (RMSE), which quantifies the differences between retrieved values (i.e., HyUAS data) and assumed ground-truth (i.e., FieldSpec HH data), and the Relative RMSE (RRMSE%), which represents the percentage of error.
Results and Discussions
Geometric, Radiometric and Spectral Characterization
The geometric characterization was performed to quantify the spectrometer FOV, the footprint center and to assess the impact of platform vibrations on these parameters. Figure 7 shows the spectrometer sampling area (illuminated circle) as observed by the RGB camera. The mean and the standard deviation values were calculated from a sample of four images collected for each of the three repeated flight simulations (Table 2) . The low standard deviation values demonstrate that platform vibrations during typical flight operations have a negligible effect on the geometric parameters. The standard deviations observed translate to an uncertainty of the footprint size and center lower than 10 −2 m, considering a flight altitude equal to 10 m. Additionally, spatial transects of blue, green and red channels were extracted from the RGB images along the x and y directions (Figure 7) . The shape similar to a square wave indicates good performance of EOR; in fact, most of the light reaching the spectrometer comes from the area defined within the footprint (not from the surroundings), and the detected signal is almost uniform.
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The applied spectral characterization methodology allowed computing the wavelength vector (i.e., absolute wavelength for each spectral band) and to characterize the instrument FWHM. Figure 9a shows the narrow lines emitted by the CAL-2000 light source detected by the HyUAS. The absolute differences between maximum peaks' wavelength before and during the vibrations are depicted in Figure 9b . The maximum difference found is about ±0.1 nm. It was observed at 404, 696 and 800 nm, and it can be considered negligible compared with the spectrometer's FWHM of 1.5 nm. This result demonstrates the good spectral stability of the HyUAS because spectral peaks detected during in-flight measurements were not significantly shifted nor broadened by platform vibrations. The applied spectral characterization methodology allowed computing the wavelength vector (i.e., absolute wavelength for each spectral band) and to characterize the instrument FWHM. Figure  9a shows the narrow lines emitted by the CAL-2000 light source detected by the HyUAS. The absolute differences between maximum peaks' wavelength before and during the vibrations are depicted in Figure 9b . The maximum difference found is about ±0.1 nm. It was observed at 404, 696 and 800 nm, and it can be considered negligible compared with the spectrometer's FWHM of 1.5 nm. This result demonstrates the good spectral stability of the HyUAS because spectral peaks detected during in-flight measurements were not significantly shifted nor broadened by platform vibrations. 
Analysis of the Retrieved Reflectance and Fluorescence
Spectral signatures of different land cover classes were collected during a flight campaign to verify the reliability of HyUAS radiance, reflectance spectra and far-red SIF at 760 nm. The overall location of way-points and continuous transect measurements in the study area are depicted in Figure 10 . 
Spectral signatures of different land cover classes were collected during a flight campaign to verify the reliability of HyUAS radiance, reflectance spectra and far-red SIF at 760 nm. The overall location of way-points and continuous transect measurements in the study area are depicted in Figure 10 . Figure 11 shows the orthophoto draped on the DSM, derived by combining RGB images and platform navigation data of a subset area over the forest patch. The mixed forest looks well represented by the model: single trees can be clearly recognized, as well as their shape and their relative different heights. The height of the plants varies in the range of 13 to 22 m, and the crown size is about 5 m, as estimated from the model. The 3D model created with Photoscan indicates a camera location total error of about 0.60 m. It was calculated by the software as the differences between initial and camera positions projected after model calculations (x, y, z coordinates were considered for all of the images used to create the model). However, the accuracy of geographical coordinates in absolute terms is not critical for the purposes of our work. Rather, the spatial consistency between the 3D surface model and the spectral point measurements is much more relevant. This is strengthened by the fact that HyUAS navigation data are recorded with an acquisition rate at least 10-times higher than RGB camera and spectrometer sampling. The basic signal processing technique were applied to filter and integrate high-frequency measurements, reducing uncertainties in geo-locating spectral measurements. Figure 11 shows the orthophoto draped on the DSM, derived by combining RGB images and platform navigation data of a subset area over the forest patch. The mixed forest looks well represented by the model: single trees can be clearly recognized, as well as their shape and their relative different heights. The height of the plants varies in the range of 13 to 22 m, and the crown size is about 5 m, as estimated from the model. The 3D model created with Photoscan indicates a camera location total error of about 0.60 m. It was calculated by the software as the differences between initial and camera positions projected after model calculations (x, y, z coordinates were considered for all of the images used to create the model). However, the accuracy of geographical coordinates in absolute terms is not critical for the purposes of our work. Rather, the spatial consistency between the 3D surface model and the spectral point measurements is much more relevant. This is strengthened by the fact that HyUAS navigation data are recorded with an acquisition rate at least 10-times higher than RGB camera and spectrometer sampling. The basic signal processing technique were applied to filter and integrate high-frequency measurements, reducing uncertainties in geo-locating spectral measurements.
The attitude of the HyUAS varies during flight while spectra measurements were collected. In particular, pitch and roll caused a variation of the area sampled by the spectrometer at the ground. We observed that during the way-point mode (i.e., hovering), roll and pitch angles varied 1.4° (±1.2°); therefore, the sampled area is very close to, or completely overlapped, the area viewed from nadir. Differently, roll and pitch angles show variations of 3° (±2°) during the transect measurements with larger displacements of the area sampled by the spectrometer. These effects account for the aforementioned geo-location processing of spectral measurements. Figure 11 shows the spectrometer sampling area (circular shape) projected over the different targets after the The attitude of the HyUAS varies during flight while spectra measurements were collected. In particular, pitch and roll caused a variation of the area sampled by the spectrometer at the ground. We observed that during the way-point mode (i.e., hovering), roll and pitch angles varied 1.4 • (±1.2 • ); therefore, the sampled area is very close to, or completely overlapped, the area viewed from nadir. Differently, roll and pitch angles show variations of 3 • (±2 • ) during the transect measurements with larger displacements of the area sampled by the spectrometer. These effects account for the aforementioned geo-location processing of spectral measurements. Figure 11 shows the spectrometer sampling area (circular shape) projected over the different targets after the geo-location process. Over almost flat surfaces, the projected spectrometer FOV is close to a circle, while on rugged surfaces (e.g., rough canopy surface), the sampled area is displaced as an irregular shape. Geo-location of spectral measurement improved considerably the interpretation of spectral signatures, especially during continuous measurements. For example, knowing exactly the area sampled over the forest was fundamental in the interpretation of spectral measurement described in the next paragraph.
The reflectance signatures estimated by HyUAS were compared with those collected at the ground by using the FieldSpec HH spectrometer over accessible targets (i.e., meadow, sand, gravel and asphalt), hereafter "ground-truth". Figure 12 shows a good agreement between ground-truth (green line) and reflectance signatures estimated from HyUAS considering both the ρ-tarp (blue line) and ρ-spec (red line) methods. In particular, spectral signatures collected by HyUAS show standard deviations comparable with ground-truth spectra. We found that, for all of the spectral bands and for all targets, reflectance measured with the HyUAS exhibits a high linear correlation (R 2 = 0.98 for both methods) compared to those measured at the ground with the FieldSpec HH ( Figure 13 ). The reflectance signatures estimated by HyUAS were compared with those collected at the ground by using the FieldSpec HH spectrometer over accessible targets (i.e., meadow, sand, gravel and asphalt), hereafter "ground-truth". Figure 12 shows a good agreement between ground-truth (green line) and reflectance signatures estimated from HyUAS considering both the ρ-tarp (blue line) and ρ-spec (red line) methods. In particular, spectral signatures collected by HyUAS show standard deviations comparable with ground-truth spectra. We found that, for all of the spectral bands and for all targets, reflectance measured with the HyUAS exhibits a high linear correlation (R 2 = 0.98 for both methods) compared to those measured at the ground with the FieldSpec HH ( Figure 13 ). The reflectance signatures estimated by HyUAS were compared with those collected at the ground by using the FieldSpec HH spectrometer over accessible targets (i.e., meadow, sand, gravel and asphalt), hereafter "ground-truth". Figure 12 shows a good agreement between ground-truth (green line) and reflectance signatures estimated from HyUAS considering both the ρ-tarp (blue line) and ρ-spec (red line) methods. In particular, spectral signatures collected by HyUAS show standard deviations comparable with ground-truth spectra. We found that, for all of the spectral bands and for all targets, reflectance measured with the HyUAS exhibits a high linear correlation (R 2 = 0.98 for both methods) compared to those measured at the ground with the FieldSpec HH ( Figure 13 ). Comparison between reflectance measured at the ground using the FieldSpec HH spectrometer (green line) and from HyUAS. The two methods employed to estimate reflectance were compared, ρ-tarp (blue line) and ρ-spec (red line). The continuous lines represent the average spectrum from different measurements, while the shaded area represents the standard deviation. The RMSEs and the RRMSEs values calculated between ground-truth and HyUAS spectra are shown in Table 3 . Considering all targets, RRMSE values are lower than 15% and 10% for radiance and reflectance, respectively. The ρ-spec method shows lower RMSE and RRMSE compared with the ρ-tarp methods. In particular, RRMSE values are equal to 7.88% and 9.62%, respectively, demonstrating a good accuracy and the reliability of HyUAS spectral measurements. Table 3 . RMSE and RRMSE% of radiance and reflectance (ρ-tarp and ρ-spec methods) calculated from the comparison between HyUAS data and the FieldSpec HH ground-truth for all of the sampled targets. Some practical considerations can be delineated in the process of collecting data and calculating reflectance between the ρ-tarp and ρ-spec methods. In order to collect incoming solar irradiance measurements, the first method required a calibrated tarp placed over a flat terrain in the study area. This requirement could be difficult to satisfy in certain scenarios (e.g., surveys in mountain rugged areas). Furthermore, the mission-plan is more complex because incoming solar irradiance must be frequently measured to assure reliable reflectance computations. Using the dual spectrometer approach, continuous measurements of solar irradiance are obtained using a calibrated Spectralon ® panel. This approach is preferred for measurements during not completely stable illumination conditions. On the other hand, the ρ-spec method requires a fine spectral and radiometric inter-calibration between the two spectrometers together with the use of the empirical transfer function as previously described in Section 3.1.2.
Radiance HyUAS Reflectance
The analysis of spectral reflectance collected on the entire set of land cover types in the study area is shown in Figure 14 and discussed in this section. Asphalt and gravel show the expected The RMSEs and the RRMSEs values calculated between ground-truth and HyUAS spectra are shown in Table 3 . Considering all targets, RRMSE values are lower than 15% and 10% for radiance and reflectance, respectively. The ρ-spec method shows lower RMSE and RRMSE compared with the ρ-tarp methods. In particular, RRMSE values are equal to 7.88% and 9.62%, respectively, demonstrating a good accuracy and the reliability of HyUAS spectral measurements. Table 3 . RMSE and RRMSE% of radiance and reflectance (ρ-tarp and ρ-spec methods) calculated from the comparison between HyUAS data and the FieldSpec HH ground-truth for all of the sampled targets. Some practical considerations can be delineated in the process of collecting data and calculating reflectance between the ρ-tarp and ρ-spec methods. In order to collect incoming solar irradiance measurements, the first method required a calibrated tarp placed over a flat terrain in the study area. This requirement could be difficult to satisfy in certain scenarios (e.g., surveys in mountain rugged areas). Furthermore, the mission-plan is more complex because incoming solar irradiance must be frequently measured to assure reliable reflectance computations. Using the dual spectrometer approach, continuous measurements of solar irradiance are obtained using a calibrated Spectralon ® panel. This approach is preferred for measurements during not completely stable illumination conditions. On the other hand, the ρ-spec method requires a fine spectral and radiometric inter-calibration between the two spectrometers together with the use of the empirical transfer function as previously described in Section 3.1.2.
The analysis of spectral reflectance collected on the entire set of land cover types in the study area is shown in Figure 14 and discussed in this section. Asphalt and gravel show the expected spectral behaviors, and the signatures observed refer to different types of gravel characterized by different colors (e.g., mineral composition). The vegetated targets show the typical reflectance signatures characterized by: chlorophyll absorption in blue and red spectral regions, the characteristic sharp increase of reflectance in the red-edge and high scattering in the NIR. The peak caused by in-filling of sun-induced fluorescence at the O 2 -A band is evident in the apparent surface reflectance of all vegetated targets. Corn, meadow and forest show their own different reflectance signatures. This proves the potential capability of HyUAS to identify different vegetation types. Furthermore, the corn field was observed with a different setup: in way-point mode from a 10-to 20-m distance above the canopy (blue and red line, respectively); along a spatial transect at 10 m above the canopy (green line). These approaches show similar average reflectance, but different standard deviations. In particular, the canopy reflectance spectra derived from 10 m, either by the way-point or transect measurement approach, have a larger standard deviation due to the fact that spectrometer FOV projected on the target (diameter = 1.15 m) covers a single crop row and part of the bare soil. From this distance, in fact, small variations of pitch and roll angles might cause larger variations on the relative amounts of canopy and bare soil. Instead, the area viewed at a 20-m distance from the canopy (diameter = 2.30 m) includes at least two crop rows and a smaller portion of bare soil between them. The soil contribution is lower in this case; therefore, the radiometric signal sampled during repeated measurements is less subject to small changes of the platform location, roll and pitch angles, and consequently, the standard deviation is lower. This example shows a practical opportunity offered by HyUAS; in fact, the capability of collecting measurements at different distances from the target surface permits optimizing the sampling area size to reduce effects caused by surface heterogeneity or canopy-specific arrangements (i.e., agricultural crops row, clumping, etc.). The reflectance signature of meadow shows higher values mostly due to a lower chlorophyll content (visible wavelengths) and the particular canopy structure, which limits multiple-scattering effects (near-infrared). The points measured over the forest show very different reflectance signatures for the two trees species. The average spectra and standard deviation of measurements collected on three different trees of Robinia pseudoacacia show very similar values. The variability of measurements on the Quercus sp. tree is larger; this could be due to the higher spatial heterogeneity recorded through the transect mode. Despite such large variability in Quercus sp. data, the reflectance spectra related to these two plant species can be clearly distinguished. The boxplots in Figure 15 show some of the spectral indicators widely used in vegetation studies. NDVI is mostly related to biomass and greenness; in fact, the values observed are close to zero for non-vegetated targets (i.e., asphalt and gravel), whereas higher values ranging between 0.8 and 0.9 were found for corn, meadow and forest. The canopy chlorophyll content as detected by MTCI shows the same general trend characterized by lower values for non-vegetation targets, but in this case, the values related to different vegetation types are much more diverse. The corn is characterized by the highest values; this is probably due to its higher chlorophyll content compared to natural ecosystems. In fact, agricultural practices have the objective of optimizing crop yield in terms of biomass and consequently chlorophyll content. The same pattern cannot be clearly observed by NDVI because of the well-known saturation effect and its limited sensitivity in dense vegetation [70, 71] . It is worth noting that spectral indices derived from measurements collected on the corn field at different flight heights exhibit the same behavior described earlier for the reflectance signature. In fact, the median values are similar while the dispersion of data is larger for measurements collected at a 10-m distance. PRI is sensitive to the dissipation of the excess of light energy absorbed by chlorophyll through the activation of the xanthophyll cycle. In general, lower PRI values indicate a larger activation. The complete interpretation of this process is non-trivial because both the total pool of xanthophyll pigments and the canopy structure strongly affect the The boxplots in Figure 15 show some of the spectral indicators widely used in vegetation studies. NDVI is mostly related to biomass and greenness; in fact, the values observed are close to zero for non-vegetated targets (i.e., asphalt and gravel), whereas higher values ranging between 0.8 and 0.9 were found for corn, meadow and forest. The canopy chlorophyll content as detected by MTCI shows the same general trend characterized by lower values for non-vegetation targets, but in this case, the values related to different vegetation types are much more diverse. The corn is characterized by the highest values; this is probably due to its higher chlorophyll content compared to natural ecosystems. In fact, agricultural practices have the objective of optimizing crop yield in terms of biomass and consequently chlorophyll content. The same pattern cannot be clearly observed by NDVI because of the well-known saturation effect and its limited sensitivity in dense vegetation [70, 71] . It is worth noting that spectral indices derived from measurements collected on the corn field at different flight heights exhibit the same behavior described earlier for the reflectance signature. In fact, the median values are similar while the dispersion of data is larger for measurements collected at a 10-m distance. PRI is sensitive to the dissipation of the excess of light energy absorbed by chlorophyll through the activation of the xanthophyll cycle. In general, lower PRI values indicate a larger activation. The complete interpretation of this process is non-trivial because both the total pool of xanthophyll pigments and the canopy structure strongly affect the overall magnitude of the signal detected at top-of-canopy. Therefore, an exhaustive and detailed interpretation of PRI is very challenging, and it is not the main aim of this study. However, it is interesting to underline how PRI values detected by HyUAS on different targets are diverse, opening perspectives of exploiting PRI detected by HyUAS in vegetation monitoring studies.
SIF is considered a close proxy of photosynthetic activity because this signal arises from plant photosystems. The total magnitude of SIF is also driven by a number of factors, among which the overall amount of green biomass, the chlorophyll content and the incoming irradiance level. Therefore, an effective interpretation of SIF needs to consider the specific characteristics of the canopy and illumination conditions, thus complicating the comparison between different types of vegetation and measurement on different days. The SIF retrieval is much more difficult compared to reflectance-based indices, because the amount of fluorescence emitted by the plant is very small compared to the overall backscattered radiance in the NIR. In fact, SIF represents only a few percent of the total signal. Thus, even small errors in the retrieval algorithm generally translate into large bias on SIF (retrieved SIF could be orders of magnitude larger than the expected value). SIF of non-vegetated targets show very low values, which are almost close to zero. The residual error is lower than a few-tenths of mW m −2 sr −1 nm −1 , and it is probably caused either by slight changes of the reference irradiance spectrum or errors introduced from the 3FLD method. The SIF values retrieved for vegetated targets are higher and fall in the range of values obtained by field spectroscopy measurements reported in the literature [9, [48] [49] [50] 65, 72, 73] . The obtained results strongly agree with the findings of Rossini et al. [73] .
In that paper, the authors provide a comprehensive review of ground-based fluorescence measurements on a wide range of vegetation species. In particular, our results are strongly in agreement with general statements drawn in the conclusions of their work: (i) SIF values are in the range of 0 to 3 mW m −2 sr −1 nm −1 ; (ii) the highest values were measured on crops and meadow followed by broadleaf plants; (iii) the absolute values and uncertainties are very similar, even though the differences in plant species prevent a direct quantitative comparison. Although SIF is a highly dynamic signal, the comparison of our results with those reported in [73] is motivated by the fact that in both cases, spectral measurements were collected around noon during typical clear-sky days in summer at mid-latitudes. In these conditions, the illumination can be considered almost comparable, at least within a short timeframe around noon. Moreover, Figure 15 shows that fluorescence retrieved values for different vegetation targets have diverse averages, and the interquartile ranges allow discriminating almost all of the different species. The Quercus sp. and Robinia are partially overlapped because the Quercus sp. sample shows a pretty large dispersion of measurements, likely due to strong canopy directional effects. The SIF values retrieved by HyUAS are consistent with the vegetation indices presented: high SIF values were found for targets with higher NDVI and MTCI because, as previously mentioned, SIF strongly depends on the amount of green biomass and leaf chlorophyll content. The latter statement is not general, for example corn has a larger chlorophyll content than meadow, but canopy fluorescence is lower. This highlights the added information content brought from SIF: it is largely driven by chlorophyll content, but it also sensitive to actual photosynthesis and canopy re-absorption and scattering processes. Understanding all of these effects together is very complex, and methodologies based on a synergic analysis of the reflectance signature and fluorescence are under development. To better understand the overall accuracy of fluorescence values retrieved, we used radiative transfer simulations to analyze the impact of atmospheric transmittance along the short radiation path between top-of-canopy and sensor. Figure 16 shows relative deviations of fluorescence retrieved at different altitudes by means of the ρ-tarp and ρ-spec methods compared to the reference value at the ground (SIF diff). The ρ-tarp method shows lower error because canopy radiance absorbed within the O2-A band is partially compensated by reference measurement collected on the To better understand the overall accuracy of fluorescence values retrieved, we used radiative transfer simulations to analyze the impact of atmospheric transmittance along the short radiation path between top-of-canopy and sensor. Figure 16 shows relative deviations of fluorescence retrieved at different altitudes by means of the ρ-tarp and ρ-spec methods compared to the reference value at the ground (SIF diff). The ρ-tarp method shows lower error because canopy radiance absorbed within the O 2 -A band is partially compensated by reference measurement collected on the tarp at the same altitude. The remaining error is lower than a few percent at a 10-m distance. It is related to multiple scattering and adjacency effects in the forward radiative transfer simulations, which were not considered in the 3FLD retrieval method. The ρ-spec method shows larger errors because the transmittance between the top of the canopy and sensor is not considered. The errors at a 10-m distance range between 4% and 8% for different atmospheric and fluorescence values considered. This error budget is somehow acceptable for the current state of development because: (i) it has a similar magnitude of measurement uncertainty for a single target (interquartile boxes in Figure 15) ; (ii) it complies with the 10% error budget required for FLEX mission products. Basically, atmospheric correction could improve the fluorescence retrieval accuracy, but currently-available algorithms are not yet consolidated for this type of measurement. On the other hand, even small errors in retrieving atmospheric parameters and the successive convolution to instrument spectral bands could introduce significant errors. Therefore, low-flying UAS could offer a more practical approach to collect spatially-distributed fluorescence measurements within a reasonable level of accuracy. However, more dedicated studies are required to further develop the UAS-based measurement approach and practical atmospheric correction algorithms to improve fluorescence retrieval accuracy. 
Conclusions
This study presented a novel UAS to measure VNIR surface reflectance and far-red SIF at the O2-A band, co-registered with RGB images, for supporting field spectroscopy surveys in the framework of vegetation monitoring and calibration/validation activities of remote sensing data. The exploitation of HyUAS is facilitated by the software applications specifically developed for accomplishing mission planning, data collection and data processing. The characterization and calibration of geometric, radiometric and spectral parameters of the instruments, considering static and in-flight conditions, enabled accurate radiance, reflectance spectra and SIF at 760 nm. The laboratory tests demonstrated that in-flight platform vibrations do not significantly affect spectral measurements, even for the retrieval of the faint fluorescence signal. The results obtained during the flight test showed a good agreement between HyUAS and ground-based spectral measurements for the investigated land covers. For both the retrieval methods (ρ-tarp and ρ-spec), the RRMSE value was lower than 10%. The possibility of measuring spectral signals more related to the photosynthetic activity of plants, through PRI and SIF, has been demonstrated using this configuration. Although the estimation of SIF requires high-resolution spectrometers and accurate retrieval methods, the results obtained are promising to further develop this measurement approach. The radiative transfer 
This study presented a novel UAS to measure VNIR surface reflectance and far-red SIF at the O 2 -A band, co-registered with RGB images, for supporting field spectroscopy surveys in the framework of vegetation monitoring and calibration/validation activities of remote sensing data. The exploitation of HyUAS is facilitated by the software applications specifically developed for accomplishing mission planning, data collection and data processing. The characterization and calibration of geometric, radiometric and spectral parameters of the instruments, considering static and in-flight conditions, enabled accurate radiance, reflectance spectra and SIF at 760 nm. The laboratory tests demonstrated that in-flight platform vibrations do not significantly affect spectral measurements, even for the retrieval of the faint fluorescence signal. The results obtained during the flight test showed a good agreement between HyUAS and ground-based spectral measurements for the investigated land covers. For both the retrieval methods (ρ-tarp and ρ-spec), the RRMSE value was lower than 10%. The possibility of measuring spectral signals more related to the photosynthetic activity of plants, through PRI and SIF, has been demonstrated using this configuration. Although the estimation of SIF requires high-resolution spectrometers and accurate retrieval methods, the results obtained are promising to further develop this measurement approach. The radiative transfer simulations show that low-flying UAS allows measuring fluorescence with error lower than 10%. This fact opens relevant perspectives to employ similar UASs for monitoring vegetation photosynthesis characterized by high temporal dynamics. Further improvements will regard the much more difficult analysis of red fluorescence at the O 2 -B band, the use of advanced spectral fitting methods and the retrieval of biophysical products (i.e., leaf area index, chlorophyll content, etc.) needed for interpreting ecosystem productivity.
In general, the HyUAS was demonstrated to be a reliable system for supporting field spectroscopy surveys enabling the collection of spectral measurements in a more systematic and rapid way even on inaccessible targets (e.g., forest trees). HyUAS is able to provide relevant environmental data (i.e., VNIR radiance/reflectance, fluorescence and 3D surface model) observing the heterogeneity of land covers at different spatial resolution. In the context of calibration and validation activities, HyUAS enables monitoring the spatial heterogeneity of dedicated measurement sites, including their temporal dynamics during the vegetation growing season. For example, regarding the FLEX mission operating at a spatial resolution of 300 m, HyUAS observations distributed in space and time can provide fluorescence data for evaluating the natural variability of a single vegetation type within the measurement area. Alternatively, HyUAS represents a useful and efficient tool for upscaling measurements whether the validation site is characterized by a mixture of different land cover types and different temporal dynamics.
The HyUAS concept privileged spectral and radiometric quality of measurements, essential to enable accurate retrieval of PRI and SIF for advanced vegetation studies. In comparison, compact hyperspectral imaging sensors for UAS applications offer a more systematic spatial sampling that simplifies the production of thematic maps. However, the spectral resolution and signal-to-noise ratio of currently-available instruments are not optimal to retrieve SIF. In addition, the very high spatial resolution (e.g., few centimeters) produces very complex reflectance anisotropy patterns (e.g., leaf orientation and shadows), which make the correct interpretation of vegetation indicators challenging. This could be overcome by flying the sensor at a larger distance from the canopy, but the need for atmospheric correction to derive SIF arises. Therefore, imaging systems do not provide necessarily better results considering the current state-of-art of instruments and retrieval methods.
Concluding, the HyUAS constitutes a cost-effective instrument that can provide accurate, multi-scale and flexible spectral observations for vegetation monitoring studies. Furthermore, it could support the calibration and validation activities of the upcoming FLEX satellite, but it could be exploited also for assessing VNIR spectral bands of others optical satellite missions (i.e., Landsat, Sentinel-2 and Sentinel-3).
